[Control of exposure time of a roentgenodiagnostic unit by the radiation method].
The authors word the main requirements to the measuring channel of an outfit for measuring the time of exposure of a roentgeno-diagnostic unit by the radiation method. Define optimal conditions of radiation filtering within the range of 40-125 kV. The measuring channel permits recording exposures in roentgenography made within the limits of 0.001-5 s.